Late brownish discoloration of an implanted hydrophobic acrylic intraocular lens.
A 79-year-old woman underwent phacoemulsification/ aspiration with a hydrophobic acrylic intraocular lens in the left eye. The intra-operative course was uneventful. Brownish discoloration of the lens optics was noted 16 months postoperatively. To our knowledge, the late discoloration of a hydrophobic acrylic intraocular lens has not previously been reported.